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24" wide — 24" deep. Overall 
height 6". Weighs only 26 lbs. 

FITS ANY STANDARD COUNTER 
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For a limited time only, this coupon is worth $30.00 when presented to 
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act today, before it's too late. 


It's professional 

It's accurate 

It's easy to use 

It's equipped to check all 

domestic and foreign tubes. 
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Customer traffic . . . 

Income (replacement traffic) ... 

Testing facilities to your Shop. 

Your customer is more confident when you test tubes 
with a large tester in your shop. You can't make a 
better investment. 


OWN THE GREATEST MONEY MAKER OF 

THE TCI 31 3-WAY TESTER 

take this to your distributor and save 




TC T 3 1 SEMI-AUTOMATIC 
TUBE CHECKER 


you or your customer 





Large 

6-ir»ch meter 
for easy 
reading. 


Semi-Automatic — 
turn function control 
to any test. Lighted 
arrow on meter auto- 
matically stops on right 
scale. You can't go 
wrong — everything is 


Easy reading — 
all flexible plastic 
set-up charts make every 
test faster. Complete 
simplified operating in- 
structions are on 
inside of cover. 


Only three 
set-up controls 
simplify 
every test. 


Checks over 2000 
tubes including 
Compactrons, Mu- 
vistors, 10 pins, 
Novars and all foreign 
tubes. There's 
nothing like it. 


A PROFESSIONAL TUBE CHECKER 
FOR YOU OR YOUR CUSTOMER 

It's a 3-way tube tester with the famous Sencore Mighty Mite 
circuits. 

1. A real professional tester for your service counter or bench. 
100 megohm grid leakage sensitivity, complete inter-element 
short test and cathode emission checks under full operating 
levels insure you of a true test every time. That's what made 
the Mighty Mite so famous. Servicemen coined the phrase 
"this checker won't lie to me." 

2. Turn the TC131 around on the counter and your customer 
can use it as a self-service tube tester. Less controls, simplified 
design and exclusive automatic scale indication will increase 
that hard to get store traffic. One test with the TCI 31 will 
bring the customers back when they discover that they finally 
can get a truly professional check in your store. 

3. Order the self-service sign and matching cabinet from 
Sencore and you have converted to a complete self-service 
tester. 
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